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Test Setup:

We used a balanced external signal to test the calibration of the electronics in 
1006b.

Results:

Plane Position Error

b-g5-bhx -30 Thru splitter: -30um
b-g5-bvx -30
bi5-bh1 +20
bi5-bv1 +50 (-15 after internal recal)
bi5-bh3 -15
bi5-bv3 -10
b-g6-bhx +20
b-g6-bvx -15
bo6-bh1 -30
bo6-bv1 -30
bo6-bh3 +5
bo6-bv3 +10

y-g5-bhx +10
y-g5-bvx 0
yo5-bh1 +5
yo5-bv1 +15
yo5-bh3 +65 (recal was impossible at the time due to computer error)
yo5-bv3 +10
y-g6-bhx +10
y-g6-bvx -10
yi6-bh1 +25
yi6-bv1 -25
yi6-bh3 +5
yi6-bv3 0
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